Recent advances in synchrotron sources, beamline optics and detectors are driving a renaissance in room-temperature data collection. The underlying impetus is the recognition that conformational differences are observed in functionally important regions of structures determined using crystals kept at ambient as opposed to cryogenic temperature during data collection. In addition, room-temperature measurements enable time-resolved studies and eliminate the need to find suitable cryoprotectants. Since radiation damage limits the high-resolution data that can be obtained from a single crystal, especially at room temperature, data are typically collected in a serial fashion using a number of crystals to spread the total dose over the entire ensemble. Several approaches have been developed over the years to efficiently exchange crystals for room-temperature data collection. These include in situ collection in trays, chips and capillary mounts. Here, the use of a slowly flowing microscopic stream for crystal delivery is demonstrated, resulting in extremely high-throughput delivery of crystals into the X-ray beam. This free-stream technology, which was originally developed for serial femtosecond crystallography at X-ray free-electron lasers, is here adapted to serial crystallography at synchrotrons. By embedding the crystals in a high-viscosity carrier stream, highresolution room-temperature studies can be conducted at atmospheric pressure using the unattenuated X-ray beam, thus permitting the analysis of small or weakly scattering crystals. The high-viscosity extrusion injector is described, as is its use to collect high-resolution serial data from native and heavy-atom-derivatized lysozyme crystals at the Swiss Light Source using less than half a milligram of protein crystals. The room-temperature serial data allow de novo structure determination. The crystal size used in this proof-of-principle experiment was dictated by the available flux density. However, upcoming developments in beamline optics, detectors and synchrotron sources will enable the use of true microcrystals. This high-throughput, high-dose-rate methodology provides a new route to investigating the structure and dynamics of macromolecules at ambient temperature.
Room-temperature serial crystallography at synchrotron X-ray sources using slowly flowing free-standing high-viscosity microstreams Recent advances in synchrotron sources, beamline optics and detectors are driving a renaissance in room-temperature data collection. The underlying impetus is the recognition that conformational differences are observed in functionally important regions of structures determined using crystals kept at ambient as opposed to cryogenic temperature during data collection. In addition, room-temperature measurements enable time-resolved studies and eliminate the need to find suitable cryoprotectants. Since radiation damage limits the high-resolution data that can be obtained from a single crystal, especially at room temperature, data are typically collected in a serial fashion using a number of crystals to spread the total dose over the entire ensemble. Several approaches have been developed over the years to efficiently exchange crystals for room-temperature data collection. These include in situ collection in trays, chips and capillary mounts. Here, the use of a slowly flowing microscopic stream for crystal delivery is demonstrated, resulting in extremely high-throughput delivery of crystals into the X-ray beam. This free-stream technology, which was originally developed for serial femtosecond crystallography at X-ray free-electron lasers, is here adapted to serial crystallography at synchrotrons. By embedding the crystals in a high-viscosity carrier stream, highresolution room-temperature studies can be conducted at atmospheric pressure using the unattenuated X-ray beam, thus permitting the analysis of small or weakly scattering crystals. The high-viscosity extrusion injector is described, as is its use to collect high-resolution serial data from native and heavy-atom-derivatized lysozyme crystals at the Swiss Light Source using less than half a milligram of protein crystals. The room-temperature serial data allow de novo structure determination. The crystal size used in this proof-of-principle experiment was dictated by the available flux density. However, upcoming developments in beamline optics, detectors and synchrotron sources will enable the use of true microcrystals. This high-throughput, high-dose-rate methodology provides a new route to investigating the structure and dynamics of macromolecules at ambient temperature.
Introduction
Radiation damage is a major limiting factor in macromolecular crystallography, particularly when using tiny crystals (Holton & Frankel, 2010) or when studying redox-active systems such as metalloproteins (Beitlich et al., 2007) . Since radiation damage accumulates more slowly at low temperature, crystals are conventionally held at cryogenic temperature during data collection (Garman & Schneider, 1997) . While this approach has proven to be tremendously successful in obtaining high-resolution structures, it nonetheless precludes time-resolved measurements and, more importantly, does not sample the structural distributions and dynamics present at physiological temperatures and probed biochemically in solution (Fraser et al., 2011) . Last but not least, roomtemperature data collection eliminates the need for cryoprotectants, which can be difficult if not impossible to find, with the crystals of many viruses being prime examples. For all of these reasons, interest in room-temperature data collection has surged recently. Since radiation damage limits the amount of useful data that can be collected from a single crystal, serial data-collection approaches are typically required, merging the data from many crystals into a single data set. However, this not only requires computational methods such as clustering approaches (Foadi et al., 2013; to decide which subgroup of data to merge, but also means that damaged crystals need to be rapidly exchanged for fresh ones during data collection. A convenient way to do this is in situ data collection (Bingel-Erlenmeyer et al., 2011; Axford et al., 2012) , directly exposing crystals in crystallization plates that yield very low X-ray background or in array-like crystallization platforms (Kisselman et al., 2011 ). An added benefit of this approach is that it does not require crystal manipulation. This not only saves time but can be crucial in the case of very sensitive and fragile crystals. While in situ approaches are very useful for situations in which some fraction of the data can be collected from each crystal, requiring a possibly large but not huge number of crystals for a complete data set, they become inconvenient in the latter case. To this end, a chip has been developed that promotes the self-assembly of crystals into arrays by self-localization of their mother liquor to locations with favourable liquid-pinning potential (Zarrine-Afsar et al., 2012) . Surface modifications ensure random orientations of the crystals for efficient coverage of reciprocal space. While the X-ray background of the initial device was relatively high, the chip provides an efficient means for high-throughput data collection at both synchrotron and free-electron laser (FEL) X-ray sources, making efficient use of the sample. The emerging method of serial femtosecond crystallography (SFX) at X-ray FELs allows the acquisition of high-resolution undamaged snapshot diffraction patterns at ambient temperature (Chapman et al., 2011; Boutet et al., 2012) by constantly supplying fresh crystals in a liquid microjet (Weierstall et al., 2012 (Weierstall et al., , 2014 Sierra et al., 2012) . However, at present its use is severely limited by the available FEL beam time. Therefore, there is great interest in performing such serial room-temperature measurements at synchrotrons. A proof-of-principle measurement was performed recently at PETRA III by Chapman and coworkers, who used a pump to push a suspension of lysozyme microcrystals through a thinwalled capillary. Diffraction data were collected by moving the capillary with a continuously flowing suspension of microcrystals across the X-ray beam (Stellato et al., 2014) . Here, we demonstrate an alternative approach using significantly less sample by embedding the crystals in a high-viscosity medium. In addition, this approach prevents crystal settling during data collection and allows a greatly protracted exposure time at synchrotrons when compared with those at FEL sources (milliseconds versus femtoseconds). To this end, the crystals must pass relatively slowly through the X-ray beam while still avoiding unwanted rotations that would smear out the diffraction peaks. Our High Viscosity Extrusion (HVE) sample injector (Fig. 1, Supplementary Figs . S1 and S2) allows the extrusion of a free-standing linear stream of crystals embedded in high-viscosity media with a wide range of viscosities. Building upon previous designs (Weierstall et al., 2012 (Weierstall et al., , 2014 , the HVE injector functions both in vacuum and at atmospheric pressure and can be mounted on a standard goniometer. Owing to the continuous supply of fresh crystals, the full dose that a crystal can tolerate can be used for each single-crystal exposure, permitting the analysis of small or weakly scattering crystals, as well as those that are prone to photoreduction, such as flavoproteins (Fedorov et al., 2003) .
Using crystals of the model protein lysozyme embedded in a highly viscous lipidic cubic phase (LCP), we collected native serial crystallography (SX) data at wavelengths of 1.32 Å (9.4 keV) and 2.07 Å (6 keV), as well as two heavy-atom- derivative SX data sets. An anomalous difference density map calculated from the 2.07 Å wavelength SX data clearly shows the positions of the endogenous S atoms. Moreover, the heavy-atom-derivative SX data sets allowed de novo phasing of the structure, demonstrating the quality of the data and the usefulness of the method for biomolecular structure determination.
Materials and methods

Crystallization and derivatization
Native lysozyme crystals (10 Â 10 Â 30 and 15 Â 15 Â 60 mm; Supplementary Fig. S3 ) were grown by mixing 2.5 ml protein solution (30-60 mg ml À1 ) with 7.5 ml precipitant solution [20%(w/v) NaCl, 6%(w/v) PEG 6000, 0.1-0.5 M sodium acetate pH 3.5] followed by incubation overnight at room temperature. After settling of the crystals, the crystallization solution was exchanged several times for storage solution [8%(w/v) NaCl, 0.1 M sodium acetate pH 4.0]. The iodide derivative was made by exchanging the storage solution for 8%(w/v) KI, 0.1 M sodium acetate pH 4.0. The gold derivative (Sun et al., 2002) was prepared by soaking lysozyme crystals for 11 min in 15 mM KAuCl 4 , 8%(w/v) NaCl, 0.1 M sodium acetate pH 4.6 while rotating the sample. The crystal slurry was centrifuged and washed twice with storage solution. Derivatization was apparent from the brownish colour of the crystals. Lysozyme crystals were also grown in LCP. To this end, 23 ml lysozyme solution (40 mg ml À1 in 50 mM sodium acetate buffer pH 4.5) was mixed with 39 mg monoolein from Molecular Dimensions or Sigma using a syringe mixer (Cheng et al., 1998) . The resulting lipidic cubic phase (LCP; $60 ml), which has the consistency of toothpaste, was then squirted into a 500 ml syringe filled with precipitant solution (1.6 M NaCl in 50 mM sodium acetate buffer pH 4.5), resulting in a column of lysozyme-containing LCP surrounded by precipitant solution, a setup described in Liu, Wacker et al. (2013) . Lysozyme crystals grew inside the LCP in 24 h.
Embedding of crystals in viscous media
Lipidic cubic phase for the embedding of previously grown crystals was prepared by mixing monoolein and storage buffer, initially in a 60:40%(w:v) ratio. The amount of monoolein was then adjusted until a stable, viscous, optically isotropic phase was formed. The lysozyme crystal pellet (e.g. 5 ml) was gently mixed into the LCP (e.g. 20 ml) using coupled Hamilton syringes (Cheng et al., 1998) . The crystal concentration was adjusted such that mainly single-crystal hits were observed online. The crystal mixture was loaded directly from the Hamilton syringe into the injector sample reservoir using a blunt needle. The same procedure was used for embedding the crystals in other viscous media such as Vaseline. MeBiol gel was obtained from Hoelzel-Biotech.
2.3. Sample injection and SX data collection at PXII 2.3.1. Injection. After loading, the High-Viscosity Extrusion (HVE) injector (Fig. 1, Supplementary Figs . S1 and S2) was mounted on the goniometer of the PXII beamline at the Swiss Light Source (SLS). The injector piston, which is driven forward with water pumped by a Shimadzu 20AD HPLC pump, compresses a pair of Teflon balls which, driven by a pressure-amplification stage, extrude the LCP sample through a 25-100 mm inner diameter (ID) capillary (see Supplementary Fig. S1a ). The capillary ID was chosen according to crystal size to avoid shearing and breakage of the crystals during injection, whilst being as small as possible to reduce the background contribution from the LCP stream (Supplementary Figs. S1b and S1d). A helium sheath was introduced at the point of extrusion to avoid curling up of the LCP stream. A catcher, consisting of a pipe connected to a sucking fan, was placed opposite, serving to catch the extruded sample. For the native data set collected at 1.32 Å wavelength (see below) the ID of the capillary was 40 mm, the flow rate was 21 nl min À1 , resulting in a driving pressure of 6500 psi (44.8 MPa), and the guiding helium-sheath gas pressure was 30 psi (2.1 MPa). The viscous matrix containing the crystals was extruded into the X-ray beam at 0.1-0.3 mm s
À1
. 2.3.2. Native data collection. Lysozyme crystals [average sizes 10 Â 10 Â 30 mm ( Supplementary Fig. S3 ) and 15 Â 15 Â 60 mm] embedded in a paste of LCP (see above) were extruded from a fused silica capillary at room temperature into a slow, stable stream. Native data were collected on the PXII beamline at the SLS using an unattenuated beam (2 Â 10 12 photons s À1 in 10 Â 30 mm) and a wavelength of 1.32 Å . For still image data collection, the PILATUS 6M detector was operated in continuous shutterless mode while the stream was flowing. Diffraction patterns were recorded at 10 Hz (100 ms exposure time) and were collected in individual 'runs' of 5000 exposures. An example of a still diffraction image (native 9.4 keV data set) is shown in Supplementary Fig. S4 . All diffraction patterns were saved, regardless of whether a given exposure contained a crystal hit, and were processed offline later. The recording of rotation data collection was also demonstrated (see x3.1).
2.3.3. Derivative data collection. Gold-derivative data (average crystal size 10 Â 10 Â 30 mm) were collected as for the native data except that 1.0 Å wavelength radiation was used (1 Â 10 12 photons s À1 in 10 Â 30 mm). Iodide-derivative data were collected at 1.9 Å wavelength (1Â10 12 photons s
in 10 Â 30 mm).
Sulfur anomalous signal data collection.
A highredundancy native data set was collected as stated above using 2.07 Å radiation and crystals of 15 Â 15 Â 60 mm in size. The use of larger crystals was necessitated by working at a longer wavelength, which resulted in a lower signal-to-noise ratio for the 10 Â 10 Â 30 mm crystals owing to absorption by the LCP carrier medium.
Data processing
CrystFEL (White et al., 2012) was used for hit finding, peak finding and Monte Carlo integration. R split was calculated by splitting the data into two streams consisting of even and odd run numbers (with each run containing 5000 individual research papers Acta Cryst. (2015). D71, 387-397 diffraction images) instead of even and odd image numbers as performed for FEL SFX data. While not an issue for the large majority of crystals used in this study, this avoids biasing the statistics in the case of larger crystals that yielded two or more consecutive diffraction images as they travelled through the X-ray beam. In addition to CrystFEL, the data were also processed with nXDS (Kabsch, 2014) , which uses twodimensional profile fitting to estimate the observed reflection intensity and for subsequent post-refinement of the correction factors relating each observation to its unique squared structure-factor amplitude.
Phasing, refinement and anomalous difference density map calculation
Phasing by multiple isomorphous replacement with anomalous scattering (MIRAS) was performed with autoSHARP (Vonrhein et al., 2007) , using the 1.32 Å wavelength data as a native data set (using data from 15 to 2.5 Å resolution) and the data from iodide-soaked and gold-soaked crystals (see above) as derivative data sets (15-2.5 Å resolution) as described in detail in x3. Refinement was performed with REFMAC5 (Murshudov et al., 2011) . The structures determined in this way using CrystFEL and nXDS data were deposited as PDB entries 4rlm and 4rln, respectively.
Molecular replacement was performed using Phaser 2.4.1 (McCoy et al., 2007) using data between 15 and 2.5 Å resolution. PDB entry 1vds was used as the search model and the solvent content was fixed at 40%.
An anomalous difference density map was calculated using 2.07 Å wavelength lysozyme data from 15 Â 15 Â 60 mm crystals using phases calculated from the MIRAS structure using Phaser (McCoy et al., 2007) .
Results and discussion
Data collection and data analysis
We used our HVE injector to deliver lysozyme crystals embedded or grown in LCP in a free-flowing stream into the unattended X-ray beam of the PXII beamline at the SLS. Diffraction data were collected in a shutterless fashion using a PILATUS 6M detector operating at 10 Hz. The LCP-grown crystals displayed a large size distribution, and since we saw no significant difference in diffraction quality we continued with the embedded lysozyme crystals since this provides an easier way to control crystal density and to compare different carrier media. The stream was aligned such that the focus of the X-ray beam intersected the centre of the stream about 50-100 mm downstream of the nozzle exit. Visual inspection of the diffraction data from native crystals showed that $90% of the crystals were exposed once, in accordance with expectations based on the flow rate and the good match of the X-ray focus to the crystal size.
The flow dynamics of the extruding sample stream are complicated, depending upon the nozzle geometry, the coaxial gas-flow rate and the properties of the stream itself, notably the inhomogeneity of the extrusion owing to variations in crystal density (including possible crystal aggregations) and to any inherent non-uniformity of the carrier material. We explored the influence of flow rates on the length and straightness of the stream and on the diffraction patterns for ) 42.0 47.9 45.6 37.3 † In CrystFEL hI/(I)i is evaluated using the (I) obtained from the Monte Carlo integration, which is not the same as the conventional (I). We therefore based our resolution estimates on CC*. ‡ R split is defined in CrystFEL as the R factor between data sets calculated from two halves of the data, corrected for the drop in multiplicity caused by dividing the data into halves:
different capillary and thus stream diameters. Higher sampleflow rates lead to an increase in the length of the contiguous extruded stream, thereby allowing the beam to intersect the stream farther downstream of the end of the capillary. The more stable stream reduces unwanted rotations of crystals owing to either actual curling of the stream or to velocity gradients within the stream. In general, the stream must be closely monitored and its speed adjusted during a measurement. Below a critical flow rate, the stream does not form a stable column but instead develops a droplet at the nozzle tip, which is then periodically blown free by the coaxial gas flow. Such a droplet increases the background scattering substantially and thus is detrimental to experimental measurements. If the flow speed is too high, crystals pass the beam too rapidly to allow reasonable diffraction intensities to be measured with the current flux density at PXII. When assembling the injector, it is important to align the inner capillary centrally in the outer sleeve, since misalignment leads to the stream curling up and and producing azimuthally streaked diffraction patterns consistent with a small rotation of the crystal around the X-ray axis ( Supplementary Fig. S5 ). Diffraction data were acquired in runs of 5000 exposures, which took about 10 min. The hit rate, the fraction of diffraction images containing a crystal diffraction pattern, strongly depends on the crystal concentration. For the native data set, 65 000 patterns were collected, 17 792 of which contained !30 Bragg peaks (hit rate 27%) and 62% of which could be indexed with CrystFEL (see below). Thus, acquisition of the 11 081 indexed native diffraction patterns listed in Table 1 We also processed the data with nXDS (Kabsch, 2014) . All indexed diffraction patterns were scaled and merged in the CORRECT step of nXDS. The statistics for all data sets are shown in Table 2 . The results obtained by CrystFEL and nXDS processing are compared below. Our SX approach not only allows the collection of stills (Á' = 0 ) but also of rotation data by rotating the injector around the ' axis during data collection. For the acquisition of rotation data the injector was rotated by +Á' (e.g. 0.3 ) around the spindle axis during the 100 ms exposure, similarly as for a regular rotation exposure. The injector was then rotated back quickly by ÀÁ' (e.g. À0.3
), since extended unidirectional rotation was precluded by the gas and liquid supply lines attached to the injector. After a waiting period of 1 s another rotation image was collected, repeating the sequence. Without such a waiting period rotational smearing of the reflections was observed (see Supplementary Fig. S5 ), which was due to a persisting rotational quivering of the stream induced by the fast (ÀÁ') back-rotation, which would otherwise continue through the 100 ms acquisition period of the PILATUS detector. A comparison of still versus rotational data will be published elsewhere. Higher flux density, correspondingly reduced exposure times and faster detectors will obviate the need for this wait time, allowing fully shutterless operation.
The advantage of using lysozyme as a model system for methods development is that it allows the comparison of data collected using different approaches. Boutet and coworkers compared SFX data from lysozyme microcrystals with low- ) 31.3 26.0 46.0 21.0 † Preliminary determination of the mosaicity for each image in the INTEGRATE step of nXDS which is needed by the Gaussian rocking-curve determination to estimate the correction for the offset from the Ewald sphere. The method is essentially the same as that used by XDS (Kabsch, 2010) . ‡ hI/(I)i: mean of intensity I/(I) of unique reflections (after merging symmetry-related observations). § hI/(I)i merged : hmerged intensity/standard error(merged intensity)i merged . } hI/(I)i single measurement : hintensity/standard error for a single measurementi single . † † Redundancy-independent R factor (on intensities). See Diederichs & Karplus (1997) for definition. ‡ ‡ Quality of amplitudes (F) of this data set. See Diederichs & Karplus (1997) for definition. § § Correlation significant at the 0.1% level is marked by an asterisk (Karplus & Diederichs, 2012) . CC 1/2 is the percentage of correlation between intensities from random half data sets (Karplus & Diederichs, 2012) . CC ano is the mean correlation factor between two random subsets of anomalous intensity differences. dose rotation data collected using synchrotron radiation from similarly grown macroscopic lysozyme crystals kept at room temperature and concluded that there is reasonable agreement between the data and no indication of radiation damage, thereby validating the novel SFX approach for data acquisition (Boutet et al., 2012) . With the same motivation, and inspired by the recent comments made by Rossmann (2014) , we compared our SX data collected with the high-extrusion injector with the data collected by SFX (Boutet et al., 2012) , low-dose room-temperature synchrotron data (Boutet et al., 2012) and the SX data collected by Stellato and coworkers using a flowing stream in a capillary for crystal delivery (Stellato et al., 2014) .
Regardless of the program used for processing, the lowresolution data range showed poor statistics. This could be owing to background scatter from the LCP carrier medium; however, this decrease in low-resolution data quality is also frequently observed for SFX data (see, for example, Boutet et al., 2012) . We therefore applied a low-resolution cutoff at 15 Å for the molecular-replacement (MR) calculations. MR using these data sets resulted in very similar rotation-function and translation-function Z-scores (see Table 3 ). Also, refinement of a lysozyme model against these data sets resulted in very similar R factors and geometries, as can be seen in Table 4 . The only difference between the results obtained with the various data sets is in the Wilson B factors and the individual B factors after refinement, which are significantly higher for the data sets processed using CrystFEL [37-47 Å 2 for CrystFEL data (Table 1 ) versus 21-46 Å 2 for nXDS data (Table 2) ]. This is probably owing to CrystFEL using a global resolution cutoff for all images, which results in the addition of very weak data or even noise at higher resolution. This is reflected in the lower signal-to-noise ratio at high resolution for data processed using CrystFEL (see below).
Phasing and anomalous signals
To investigate the quality of the data and to establish the usefulness of SX as a standalone method for structure determination, phasing by multiple isomorphous replacement with anomalous scattering was performed using autoSHARP (Vonrhein et al., 2007) , using the 1.32 Å wavelength data as a native data set (using data to 2.5 Å resolution) and the data from iodide-soaked and gold-soaked crystals (see above) as derivative data sets.
Initially, four iodide sites were found using isomorphous differences using the CrystFEL data. SHARP then refined these sites, found two additional sites and calculated phases using data to 3.5 Å resolution. These phases were used to identify the single gold-binding site. Using these sites, we compared phasing by SIRAS and MIRAS using either CrystFEL-processed or nXDS-processed data.
FOMs and phasing power statistics are given in Tables 5 and  6 . Supplementary Fig. S6 shows the anomalous signal-to-noise (Boutet et al., 2012) 13.8 34.8 1002 5 fs FEL (Boutet et al., 2012) 14.4 34.0 1024 24 kGy synchrotron data (Boutet et al., 2012) 14.2 34.8 1037 † Rotation-function Z-score. ‡ Translation-function Z-score.
Table 4
Structure solution and refinement.
Values in parentheses are for the outer shell.
Native, CrystFEL
Native, nXDS ratios for the two derivatives for both programs. When performing SIRAS using only the iodide derivative, both CrystFEL-processed and nXDS-processed data resulted in an interpretable map. However, the nXDS data allowed an almost complete model to be automatically built by ARP/ wARP (Langer et al., 2008) , whereas for the CrystFEL data only about 50% of the structure could be built automatically. MIRAS using both the iodide and gold derivatives was also successful in both cases, but here too the nXDS data resulted in a more complete model being built more rapidly. Importantly, the FOMs and phasing powers were generally higher when the data from CrystFEL were being used. However, even for the CrystFEL data the phasing powers generally dropped dramatically at resolutions better than 3 Å . These relatively poor phasing powers below 3 Å are likely to be owing to nonisomorphism between the native and derivative data sets rather than to poor data quality, given the good phasing powers at lower resolution. At very low resolution (worse than 9 Å ), however, the phasing powers drop significantly. Such a drop at low resolution is not, however, present in the FOM statistics.
It is possible that the inclusion of more data by CrystFEL has increased the usefulness of the CrystFEL data for phasing, whereas the more conventional intensity distributions of the nXDS-processed data ( Supplementary Fig. S7 ) made them more amenable to automatic building. This underlines once again how data collection and processing need to be tailored to the goal of the experiment: for experimental phasing far more accurate structure-factor amplitudes are required than for molecular replacement or for difference density map calculations. For serial crystallography, this translates directly into the number of images needed for experimental phasing being far higher than for other needs.
To further assess the quality of the SX data, we investigated the anomalous signal of the endogenous S atoms (Fig. 2a) in the data collected at 2.07 Å wavelength. Indeed, an anomalous difference density map calculated from CrystFEL data shows peaks of >5 at the positions of all of the S atoms in lysozyme, as well as at the position of a putative chloride ion. This is the first step towards sulfur-SAD phasing from SX data.
CrystFEL versus nXDS
As shown above, both data-processing programs delivered data of largely comparable quality, with differences in the Wilson B factors (Tables 1 and 2 ) and cumulative intensity distributions ( Supplementary Fig. S7 ) that are likely to be caused by the different approaches to determining the resolution. The overall agreement of the data is remarkable, given that the data sets processed by nXDS included far fewer images than those processed by CrystFEL (see Tables 1 and  2) , since the nXDS version used in this study did not index as many images as CrystFEL. CrystFEL is based on Monte Carlo integration (Kirian et al., 2010) , which depends crucially on the averaging of large numbers of measurements, whereas nXDS uses explicit forms for each reflection relating the recorded intensity in each image pixel to the corresponding unique squared structure-factor amplitude (Kabsch, 2014) .
Another important difference between data from CrystFEL and nXDS is in the determination of errors. CrystFEL uses the standard deviation of the set of measurements that is averaged to obtain a unique intensity as the standard error of that intensity. nXDS, on the other hand, determines the standard error of an intensity as recorded in each still image in the same way as in the conventional rotation data-processing program XDS (Kabsch, 2010) . In both nXDS and XDS it is assumed that the contents of each detector pixel are proportional to a Poisson distribution. The initial standard error is then inflated in the CORRECT step later on to be consistent with sampling statistics of the intensities of all symmetry-related reflections in the whole data set.
This difference complicates the comparison of signal-tonoise ratios from the two programs.
The fact that comparable data can be obtained using nXDS from far fewer images illustrates the effectiveness of the nXDS approach. Further improvement of the indexing routines in nXDS allowing more images to be included may therefore be expected to lead to large improvements in data quality as well as to a large reduction in the total number of images and therefore the sample and beam time required for a full data set.
The injection medium
Our SX approach relies on a viscous, slowly extruding carrier medium. Use of LCP is most advantageous when the biomolecule of interest is crystallized directly inside the LCP. For measurements performed at ambient temperature, as in the present instance, there is no need to use lipids with low phase-transition temperatures (such as 7.7 MAG), as is the case for FEL measurements performed in vacuum (Liu, Wacker et al., 2013; Weierstall et al., 2014) . However, a large range of widely used crystallization conditions, such as for instance high concentrations of ammonium sulfate, are incompatible with standard LCPs. Successful embedding of solution-grown crystals into LCP therefore requires careful testing in each specific instance. Thus, to increase the applicability of SX, we searched for alternative carrier media.
Viable carrier media must combine chemical compatibility with a broad range of biomolecules, and the chemical composition of their crystallization solutions, with adjustable, but still high, viscosity, ease of embedding crystals without damaging them, low X-ray background and flow properties commensurate with a stable stream of the desired stream diameter and speed. We have identified several compounds that meet these requirements and form a stable, slowly flowing stream when discharged from our high-viscosity extrusion injector. These include hydrocarbons such as Vaseline (petroleum jelly) and block polymers such as Mebiol gel, a thermoreversibly gelling polymer that can also be used for crystallization (Sugiyama et al., 2013 ). An analysis of the background scattering from LCP and Vaseline under the same experimental conditions is included in the Supporting Information (xS2 and Supplementary Fig. S8 ).
The minimum possible sample consumption in these synchrotron experiments is ultimately fixed by the requirement that a crystal in the sample free stream not be hit more than once by the X-ray beam. The flow speed of the sample stream is then set simply by the length of the crystals along the stream and the length of time during which the shutter is open. This flow speed, along with the diameter of the beam, fixes the volumetric flow rate of the sample solution. The concentration of crystals in the sample solution is chosen to give a desired probability of a single crystal being within the intersection volume between the X-ray beam and sample stream during an X-ray pulse. From this, and knowing the number of indexed diffraction patterns to be collected plus the indexing rate, the measurement time and the required amount of sample can be computed. These various inputs and outputs are easily assembled on a spreadsheet, with appropriate 'if' statements to incorporate different cases of scattering geometry (transverse dimension of X-ray larger than the X-ray beam diameter or vice versa). A table of flow parameters calculated in this fashion is presented in Table 7 , compiled using the spreadsheet included in the Supporting Information. Should considerations other than sample consumption pose the dominant experimental limitation, these results would need to be scaled appropriately. If radiation damage is the limiting factor, for example, exposure times would need to be reduced or the flow rate increased at the expense of added sample consumption and lower diffraction intensity. Likewise, if signal to background is the primary experimental concern, then the ratio of crystal size to stream diameter becomes the dominant issue. In general, the crystal size should be matched as closely as possible to the stream diameter.
For 25-50 mm diameter sample streams, it is seen that no more than a few tens of microlitres of sample solution are required to record 50 000 indexed diffraction patterns, with the solution at a high but not unreasonable crystal density and flowing at a fraction of a millimetre per second. This crystal density (10 8 crystals ml À1 or less) reflects only viable crystals; if some fraction of the total number of crystals do not diffract the required crystal density will be proportionally higher. This number of diffraction patterns could be recorded in one to several 8 h shifts while consuming at most about 1 mg in total (or even much less) of crystalline material (crystals of 1-10 mm in size; for this size, the flow speed is determined largely by the assumed 30 mm extent of the X-ray footprint along the sample Table 7 Illustrative flow parameters as computed to collect 50 000 indexed diffraction patterns at an indexing rate of 20% for 100 ms X-ray exposures in 'shutterless' mode with an X-ray footprint of 10 Â 30 mm (across by along sample stream) and a single-crystal hit probability of 67% in the intersection volume of the X-ray beam and the sample stream.
The density of the crystalline material is taken to be 1.3 mg cm
À3
. A tool for the calculation of these numbers has been provided in the Supporting Information. . With a 100 mm diameter stream, sample consumption increases significantly owing to the larger mismatch between the X-ray footprint and the sample stream. X-ray background owing to scattering from the stream material rises considerably, but for sufficiently large crystals, for example those approaching the stream diameter in size, the ratio of signal to background may actually be favourable.
Serial crystallography at synchrotron X-ray sources
Merging the diffraction data from dozens or even hundreds of crystals is not uncommon in virus crystallography (Grimes et al., 1998; Nakagawa et al., 2003; Abrescia et al., 2004; Wang et al., 2012) . Often virus crystals cannot be cryocooled, which limits the amount of useable data that can be collected from an individual crystal, necessitating serial approaches. Data collection at FELs in the diffraction-before-diffraction regime requires very fast and efficient crystal replacement since each individual crystal is destroyed by a single exposure and data from a fresh crystal can be acquired at 120 Hz, the repetition rate of the X-ray pulses at the LCLS and the detector framing rate. This required the development of high-throughput sample-delivery systems that include chips (Zarrine-Afsar et al., 2012) and different forms of liquid microjets (Weierstall et al., 2012 (Weierstall et al., , 2014 Sierra et al., 2012) . Given the advantages of room-temperature data collection and recent developments for increasing the photon flux density and in detector technology, there is a growing interest in porting SFX approaches to synchrotrons for room-temperature SX. Recently, Stellato et al. (2014) described a setup consisting of a 100 mm inner diameter glass capillary with 10 mm thick walls that is moved axially through the X-ray beam while a suspension of microcrystals is pushed through the capillary. The capillary movement is needed to avoid the accumulation of material on the wall of the capillary in the irradiated region. In contrast, our HVE injector enables data collection using a free-flowing stream of injection medium without a capillary surrounding the sample, eliminating any X-ray scattering from such a capillary. Moreover, depending on the viscosity of the carrier medium, the stream diameter can be decreased significantly, again reducing background scattering (see xS3). The high viscosity of the carrier medium not only eliminates the problem of crystal settling observed in liquids Stellato et al., 2014) but most importantly it significantly reduces the flow rate and thus the sample consumption. To collect 1 500 000 diffraction patterns in 17 h, $40 000 of which could be indexed, Stellato and coworkers used 250 mg of lysozyme, whereas we used $0.3 mg in 2.2 h to collect 65 000 diffraction patterns, $11 000 of which could be indexed.
Radiation damage is a serious issue and a potential limitation of macromolecular crystallography, in particular for room-temperature data collection. Following the initial photoionization events and the ensuing electron cascades (Nave & Hill, 2005) , a variety of radical reactions take place that differ in their timescales and temperature-dependence. The generated electrons react very rapidly with the sample, in particular with the ubiquitous water molecules, producing, for example, hydrated electrons and hydroxyl radicals. The electrons also react with the crystallized macromolecule, resulting in the breakage of covalent bonds etc. The ensuing processes are slower and temperature-dependent, involving diffusion of radicals, resulting in additional bond breakages, and on even longer time scales larger structural disorder and relaxation take place. This results in both local and global damage that changes the electronic and chemical properties of the crystallized molecule itself as well as its arrangement in the lattice, which often results in an increase in mosaicity and temperature factors and decrease in high-resolution diffraction. FELbased femtosecond data acquisition allows all but the primary radiation-damage processes to be outrun and is therefore the method of choice to collect undamaged data from highly radiation-sensitive systems. This includes the recent demonstration of a peroxide ligand in the fully 'oxidized resting fast' state of cytochrome c oxidase (Hirata et al., 2014) and the undamaged oxygen-evolving complex of photosystem II (Kern et al., 2013) .
Importantly, it has recently become apparent that radiation damage can also be outrun at synchrotrons when collecting diffraction data from crystals kept at ambient temperature because then, in contrast to data collection using cryocooled crystals, the damage response is dose-rate-dependent (Owen et al., 2012; Warkentin et al., 2013) . It has been shown that the lifetime of crystals can be significantly prolonged if the data are collected with a high dose rate. The likely reason for a lag phase of several tens of milliseconds before the onset of radiation damage is rooted in radical quenching within and diffusion through the solvent (Owen et al., 2012) . This suggests that crystal lifetimes can be increased significantly for very high dose-rate data collection, which can be achieved by high flux densities in combination with very fast detectors. Essential for this approach will be an efficient system for crystal delivery such as that described here. Whether this approach will also allow the collection of undamaged data from redox-sensitive systems remains to be seen, however. Metal centres will likely be photoreduced owing to their high absorption cross-sections or be modified otherwise by photoelectrons or Auger electrons, resulting in a much lower tolerable dose on the order of just kilograys at cryogenic temperature (Beitlich et al., 2007) . Of importance will be to what extent recombination reactions take place during X-ray exposure. In this context it is of interest to note that an intact bond between the active-site cysteine and the flavin cofactor was observed in the roomtemperature structure of a reaction intermediate of the LOV photoreceptor domain (Crosson & Moffat, 2002) , but not in the cryo structure (Fedorov et al., 2003) unless composite (serial) data-collection approaches were used. Presumably, the radiolysed intermediate recombined at room temperature but not at cryogenic temperature. Both structures showed a distorted flavin consistent with adduct formation.
Outlook and conclusions
Here, we describe proof-of-principle, high-throughput, roomtemperature SX experiments at a synchrotron beamline using research papers Acta Cryst. (2015) . D71, 387-397 lysozyme as a well established model system to test a new high-viscosity extrusion injector. Use of a stream for crystal delivery allows very rapid crystal exchange, permitting a maximally tolerable dose to be administered per crystal and exposure, with the magnitude of this dose strongly depending on the specific system and the experimental objective. The use of a crystal carrier medium with a high and adjustable viscosity not only affords appropriate temporal overlap between a moving crystal and X-ray beam commensurate with required exposure times but also minimizes sample consumption. In the current experiment we used relatively large crystals, as dictated by the available X-ray flux density. Nevertheless, much less than one milligram of protein sufficed to collect a full, high-resolution SX data set. Admittedly, a few cryocooled crystals of this size could give an excellent low-dose rotation data set. Even room-temperature measurements are possible with such crystals, albeit significantly more difficult owing to the strongly reduced tolerable dose, which requires large-scale crystal exchange. The utility of the high-viscosity extrusion SX technique becomes pronounced, however, in roomtemperature measurements on true microcrystals, which necessitate high-throughput sample exchange, similarly to FEL SFX experiments. Such measurements will require higher flux densities and detectors with faster framing rates, as recently explored by Stellato and coworkers at PETRA III. SX measurements of microcrystals will also require thinner streams to decrease the background. Our HVE injector can handle a wide range of viscosities and we have identified materials other than LCP that can be used as suitable carrier media, either alone or in combination. By showing that the SX data are of reasonable quality, allowing de novo phasing, we demonstrate the accuracy of the data and thus the usefulness of the method for data collection. Despite the need to use relatively large crystals in these seminal measurements, less than a half a milligram of protein sufficed to collect a SX data set. This amount will decrease significantly when using smaller crystals.
Beyond simply demonstrating the current feasibility of the SX method, this work suggests a possible extension of the technique to experimental capabilities that are not currently available. Time-resolved pump-probe measurements to study light-induced reactions, for example, could easily be incorporated into this scheme. In addition, we expect the impact of serial crystallography at synchrotrons to increase dramatically with the upcoming new generations of detectors such as EIGER (Dinapoli et al., 2013) . Developments at synchrotron facilities (such as the use of pink beams), as well as advances in the synchrotrons themselves (such as the commissioning of diffraction-limited storage rings; see the September 2014 issue of the Journal of Synchrotron Radiation), will increase the frame rates and flux by one to two orders of magnitude. This not only makes better use of sample and beamtime, but also allows the investigation of much smaller crystals, as is in fact ideal for high-viscosity SX measurements.
Note added in proof. The injector can also be mounted perpendicular to the spindle axis using a bracket. This has the advantage that gravity provides additional stability to the vertically extruding jet (see Supplementary Fig. S9 ). Recently, Sugahara et al. (2015) described a grease matrix as a versatile carrier medium that also works well in our HVE injector.
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